A modification of the Guiot-Gillingham stereotaxic frame to allow of angular insertion.
A method of modification of the Guior-Gillingham Stereotaxic frame is described, which will allow of angular insertion of a leucotome or electrode. In our experience, this has prevented the complication of radiation damage and hemianopia and it also permits greater flexibility in the operative approach to structures at or near the midline.